
V2.0

Published Date: 2018-02-09

HTLVInstructions

Oneworld Accuracy Support   www.oneworldaccuracy.com
support@oneworldaccuracy.com | tel +800.665.2575 | fax +800.665.5949
9-8980 Fraserwood Court Burnaby, BC, V5J 5H7, CANADA

For samples marked

HTLV Serology
Samples
Each panel coded HTLV4310 consists of 10 samples labelled A – J.
Each panel coded HTLV435 consists of 5 samples labelled A - E.
Storage
1. The samples were shipped at ambient temperature.
2. Samples must be stored at 2‑8ºC or according to the assay manufacturer’s Instructions for Use until ready to test.
3. Samples should be stored at 2-8ºC following testing until after the final report is released. The final report should
be reviewed ASAP in case any test results need investigation.
Replacement Samples
1. Inspect samples upon receipt. If any sample is missing or damaged, contact Oneworld Accuracy Support to
request a replacement if available.
2. If your instrument reports an error message or the sample is unsuitable for analysis, contact Oneworld Accuracy
Support to request a replacement before you submit Problem Codes.
3. A replacement fee will be charged for replacement requests due to mishandling of samples (e.g. laboratory
accident, improper storage, internal routing problems).  This fee will cover the cost of samples, shipping and
handling.
Procedure
1. Vortex and then centrifuge all panel samples at 10,000xg for 10 minutes prior to testing.  Please ensure that the
centrifuge you wish to use has been appropriately validated to centrifuge these PT/EQAS sample vials.
2. Process the panel samples in the same way as a sample would normally be processed by your laboratory.
Testing
1. Please test the panel samples according to your laboratory testing strategy for the detection/diagnosis of anti-
HTLV I/II.
2. The samples should be tested in order, according to their sample identification, i.e. Sample A, followed by B, 
followed by C, and so on.
3. Sample volume has not been provided to enable testing on multiple instruments of the same type (e.g. two Abbott 
ARCHITECTS).  If your laboratory has multiple instruments of the same type and would like to monitor each 
instrument, it is recommended that your laboratory rotates instruments across successive EQAS test events and that 
your laboratory records such information.
4. Sample volume has not been provided to enable multiple operators to perform the same testing at your 
laboratory.  Please do not test the samples multiple times so that each operator tests the samples.  Where your 
laboratory would like to monitor individual operator performance, it is recommended that your laboratory rotate 
operators testing across successive test events and that your laboratory records such information.
5. Participants should retain any remaining volume of sample until the final report has been released in the event 
NRL suggests further testing.
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1. Participants who require assistance with data submission should contact Oneworld Accuracy Support as soon as
any difficulties are experienced, to allow sufficient time for submission of results before the test event closing date.
2. Submit results via the OASYS website (www.oneworldaccuracy.com).  For instructions on submitting results
please visit our Support Center at https://oneworldaccuracy.zendesk.com/hc/en-us.
3. If you do not have a username and password to access the OASYS website, please use the 'Forgot
Username/Password' function on the website. All additional communications from Oneworld Accuracy Support will
be sent via email.
4. Problem Codes: If it is necessary for you to report an analytical problem for a sample or individual analyte within a
sample, leave the result area blank. Select or indicate the appropriate Problem Code from the dropdown list
provided.
Warning
These samples are potentially infectious and should be handled using universal safety precautions. We recommend
handling in PC2 containment. Although your laboratory has been asked to test for a specific analyte, these samples
may contain other infectious agents.
Version HTLV.1.07, 2018-01-15
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Multimarker Blood Screening 
Serology

Samples
Each panel coded MMBS4320 consists of 20 samples labelled A – T.
Storage
1. The samples were shipped at ambient temperature.
2. Samples must be stored at 2‑8ºC or according to the assay manufacturer’s Instructions for Use until ready to test.
3. Samples should be stored at 2-8ºC following testing until after the final report is released. The final report should
be reviewed ASAP in case any test results need investigation.
Replacement Samples
1. Inspect samples upon receipt. If any sample is missing or damaged, contact Oneworld Accuracy Support to
request a replacement if available.
2. If your instrument reports an error message or the sample is unsuitable for analysis, contact Oneworld Accuracy
Support to request a replacement before you submit Problem Codes.
3. A replacement fee will be charged for replacement requests due to mishandling of samples (e.g. laboratory
accident, improper storage, internal routing problems).  This fee will cover the cost of samples, shipping and
handling.
Procedure
1. Vortex and then centrifuge all panel samples at 10,000xg for 10 minutes prior to testing.  Please ensure that the
centrifuge you wish to use has been appropriately validated to centrifuge these PT/EQAS sample vials.
2. Process the panel samples in the same way as a sample would normally be processed by your laboratory.
Testing
1. Please test the panel samples according to your laboratory testing strategy for the detection/diagnosis of HBV, 
HCV, HIV and/or Treponemal antibodies.
2. The samples should be tested in order, according to their sample identification, i.e. Sample A, followed by B, 
followed by C, and so on.
3. Sample volume has not been provided to enable testing on multiple instruments of the same type (e.g. two Abbott 
ARCHITECTS). If your laboratory has multiple instruments of the same type and would like to monitor each 
instrument, it is recommended that your laboratory rotates instruments across successive EQAS test events and that 
your laboratory records such information.
4. Sample volume has not been provided to enable multiple operators to perform the same testing at your laboratory. 
Please do not test the samples multiple times so that each operator tests the samples.  Where your laboratory would 
like to monitor individual operator performance, it is recommended that your laboratory rotate operators testing 
across successive test events and that your laboratory records such information.
5. Participants should retain any remaining volume of sample until the final report has been released in the event 
NRL suggests further testing.
Reporting
Participants who require assistance with data submission should contact Oneworld Accuracy Support as soon as
any difficulties are experienced, to allow sufficient time for submission of results before the test event closing date. 
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2. Submit results via the OASYS website (www.oneworldaccuracy.com).  For instructions on submitting results
please visit our Support Center at https://oneworldaccuracy.zendesk.com/hc/en-us.
3. If you do not have a username and password to access the OASYS website, please use the 'Forgot
Username/Password' function on the website. All additional communications from Oneworld Accuracy Support will
be sent via email.
4. Problem Codes: If it is necessary for you to report an analytical problem for an entire sample or individual analyte
within a sample, leave the result area blank. Select or indicate the appropriate Problem Code from the dropdown list
provided.
Warning
These samples are potentially infectious and should be handled using universal safety precautions. We recommend
handling in PC2 containment. Although your laboratory has been asked to test for a specific analyte, these samples
may contain other infectious agents.
Version MMBS 1.07, 2018-01-15
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Toxoplasma, Rubella and CMV 
Serology

Samples
Each panel coded TORC435 consists of 5 samples labelled A - E.
Storage
1. The samples were shipped at ambient temperature.
2. Samples must be stored at 2‑8ºC or according to the assay manufacturer’s Instructions for Use until ready to test.
3. Samples should be stored at 2-8ºC following testing until after the final report is released. The final report should
be reviewed ASAP in case any test results need investigation.
Replacement Samples
1. Inspect samples upon receipt.  If any sample is missing or damaged, contact Oneworld Accuracy Support to
request a replacement if available.
2. If your instrument reports an error message or the sample is unsuitable for analysis, contact Oneworld Accuracy
Support to request a replacement before you submit Problem Codes.
3. A replacement fee will be charged for replacement requests due to mishandling of samples (e.g. laboratory
accident, improper storage, internal routing problems).  This fee will cover the cost of samples, shipping and
handling.
Procedure
1. Vortex and then centrifuge all panel samples at 10,000xg for 10 minutes prior to testing.  Please ensure that the
centrifuge you wish to use has been appropriately validated to centrifuge these PT/EQAS sample vials.
2. Process the panel samples in the same way as a sample would normally be processed by your laboratory.
Testing
1. Please test the panel samples according to your laboratory testing strategy for the detection of anti-Toxoplasma 
IgG and/or IgM, anti-rubella IgG and/or IgM, anti-CMV IgG and/or IgM.
2. The samples should be tested in order, according to their sample identification, i.e. Sample A, followed by B, 
followed by C, and so on.
3. Sample volume has not been provided to enable testing on multiple instruments of the same type (e.g. two Abbott 
ARCHITECTS).  If your laboratory has multiple instruments of the same type and would like to monitor each 
instrument, it is recommended that your laboratory rotates instruments across successive EQAS test events and that 
your laboratory records such information.
4. Sample volume has not been provided to enable multiple operators to perform the same testing at your 
laboratory.  Please do not test the samples multiple times so that each operator tests the samples.  Where your 
laboratory would like to monitor individual operator performance, it is recommended that your laboratory rotate 
operators testing across successive test events and that your laboratory records such information.
5. Participants should retain any remaining volume of sample until the final report has been released in the event 
NRL suggests further testing.
Reporting
1. Participants who require assistance with OASYS or EQAS data submission should contact Oneworld Accuracy 
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Support as soon as any difficulties are experienced, to allow sufficient time for submission of results before the test 
event closing date.
2. Submit results via the OASYS website (www.oneworldaccuracy.com).  For instructions on submitting results
please visit our Support Center at https://oneworldaccuracy.zendesk.com/hc/en-us.
3. If you do not have a username and password to access the OASYS website, please use the 'Forgot
Username/Password' function on the website.  All additional communications from Oneworld Accuracy Support will
be sent via email.
4. Problem Codes: If it is necessary for you to report an analytical problem for a sample or individual analyte within a
sample, leave the result area blank.  Select or indicate the appropriate Problem Code from the dropdown list
provided.
Warning
These samples are potentially infectious and should be handled using universal safety precautions.  We recommend
handling in PC2 containment.  Although your laboratory has been asked to test for a specific analyte, these samples
may contain other infectious agents.
Version TORC.1.05, 2018-01-15
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